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Summary
Current spread is known to limit the number of independent spectral channels in cochlear implants. The outcome
of an experiment employing cochlear implant simulations indicated that current spread is not the only limitation
on the beneﬁt of increasing the number of electrodes: for both sentences and digit triplets, improvements in speech
reception threshold slowed markedly once more than seven electrodes/processing channels were simulated. Fac-
tor analysis of speech envelopes from the output of an auditory ﬁlterbank conﬁrmed that speech contains 6-8
independent sources of information, causing ﬁner spectral ﬁltering to produce redundant information in adjacent
channels. It is possible that factor analysis can be used to reﬁne the frequency maps used in cochlear implants in
order to minimise the eﬀects of current spread.
© 2018 The Author(s). Published by S. Hirzel Verlag · EAA. This is an open access article under the terms of the
Creative Commons Attribution (CCBY4.0) license (https://creativecommons.org/licenses/by/4.0/).
PACS no. 43.66.Dc, 43.66.Ts, 43.71.An
1. Introduction
Current spread limits the beneﬁt of increased numbers of
electrodes in cochlear implants, because ganglion cells at
a given location on the spiral ganglion are stimulated by
multiple electrodes (e.g. Abbas et al. [1]). Friesen et al.
[2] showed that the percent-correct sentence recognition
in noise of cochlear implant users plateaued once about
seven electrodes were activated. They attributed this eﬀect
to the inﬂuence of current spread. In order to research this
eﬀect, Grange et al. [3] developed a novel acoustic sim-
ulation of a cochlear implant, the SPIRAL vocoder. SPI-
RAL modulates a large, and ﬁxed, number of sinusoidal
carriers according to the mixed inﬂuences of an indepen-
dently controlled number of electrodes. Using SPIRAL,
Grange et al. conﬁrmed a limiting eﬀect of current spread
on the beneﬁt of additional electrodes. However, in the
present study, we use SPIRAL to show that the increas-
ing beneﬁt of additional electrodes shows a marked inﬂec-
tion at around seven electrodes even in the absence of cur-
rent spread, indicating the existence of a more fundamen-
tal limiting factor.
We postulated that this second limiting factor might be
informational redundancy in speech itself. In order to in-
vestigate this possibility, we factor analysed speech en-
velopes extracted from an auditory ﬁlterbank. Factor anal-
ysis allows one to quantify the number of independent
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modulators in the speech signal and, through the factor
loadings, to characterise the spectral extents of those mod-
ulators. These loading patterns indicated that conventional
logarithmic spacing of analysis channels may not provide
an optimal frequency map for cochlear implant processors.
2. Methods
2.1. Materials and vocoding
Speech and noise were mixed and vocoded using SPIRAL
[3], a vocoder designed to simulate listening through a
cochlear implant (CI) with normally-hearing listeners. In
one experiment, the target speech consisted of IEEE sen-
tences (Rothauser et al., 1969) from the M.I.T. recordings,
spoken by a male speaker (‘DA’). In the second exper-
iment, digit triplets were used, spoken by a female and
recorded in our laboratories. Each set of target material
was mixed with speech-shaped noise, which was spec-
trally ﬁltered to match the long-term spectrum of the target
speech for that experiment.
SPIRAL employed 80 sinusoidal carriers equally dis-
tributed along an ERB scale in the 20–20000Hz range.
Input signal analysis was performed by rectangular band-
pass 512-point ﬁnite impulse-response ﬁlters uniformly
distributed along an ERB scale. The bandpass ﬁlters cov-
ered a 120–8658Hz frequency range fully and without
overlap, such that ﬁlter widths increased as the number
of activated channels decreased. To extract temporal en-
velopes, the ﬁltered waveforms were half-wave rectiﬁed
and low-pass ﬁltered with a 50Hz cut-oﬀ. The centre fre-
© 2018 The Author(s). Published by S. Hirzel Verlag · EAA.
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quency of a band was the place frequency of the corre-
sponding simulated CI electrode. With no simulated cur-
rent spread (spread of excitation set to −200 dB/oct), the
temporal envelope extracted within a band modulated only
a small number of tone carriers, whose frequencies were
closest to the place of the simulated electrode.
2.2. Procedure
SRTs were measured using a one-up/one-down adaptive
tracking method that kept the combined level of speech
and noise at 65 dB A. For the IEEE sentences (that con-
tain ﬁve key words), the adaptive track converged on the
30% point in the psychometric function by increasing the
signal-to-noise ratio (SNR) by 2 dB if fewer than two key
words in a given sentence were identiﬁed and otherwise
decreasing it by 2 dB. For the digit triplets, the adaptive
track converged on the 50% point by increasing the SNR
by 2 dB if fewer than 2 digits were correctly reported, and
decreasing it by 2 dB if not. The IEEE-sentence SRT mea-
surements started with a low SNR (set 12 dB lower than
SRTs measured in practice runs); the SNR was then in-
creased in 4 dB steps until at least one word from the ﬁrst
target sentence was correctly identiﬁed, at which point the
adaptive phase started. For digit triplets, the initial SNR
was high (set 12 dB above practice-run SRTs) and was de-
creased in 4 dB steps until less than 2 digits were correctly
identiﬁed. Sentence SRTs employed lists of 10 sentences
and were computed as the mean of the last 8 computed
SNRs. Digit-triplet SRT tracks stopped after 10 reversals
and SRTs were computed as the mean of all the computed
SNRs of the adaptive phase. Each SRT condition had a dif-
ferent number of activated channels. These were 4, 5, 6, 8,
10, 15 or 20 for IEEE-sentences and 3, 4, 6, 8, 10, 15 or
20 for digit-triplets. For sentence SRTs, the sentence order
was ﬁxed and the condition order was quasi-randomized
and rotated against the material. 210 sentences were used
in total. The experiments included conditions with current
spread that are not reported here. Each participant per-
formed four practice SRT runs prior to the experimental
runs.
For each experiment, 21 young adults participated, re-
cruited from the Cardiﬀ University undergraduate popula-
tion and self-reported as normally hearing (age mean 19,
range 18–21). Brieﬁng, consent and debrieﬁng followed
the rules set out by the institutional review board.
2.3. Factor analysis
Factor analysis (FA) was conducted on the concatenation
of all IEEE sentences spoken by the M.I.T. speaker DA,
in the 200–8000Hz range. The FA followed the proce-
dure used by Ueda and Nakajima [4]: temporal modula-





ERB, half wave rectiﬁcation and low-pass
ﬁltering at 50Hz), then squared and converted to z-scores
such that a co-modulation analysis across frequency bands
would be operated on a correlational basis. The resulting





































































Figure 1. Top two panels: SRTs for digit triplets and IEEE sen-
tences heard through the SPIRAL CI simulator without current
spread simulation. Bottom panel: scree plot from the factor anal-
ysis of speech modulations in the IEEE sentences spoken by
M.I.T. talker ‘DA’. The lines going through the data or screen-
plot points are best bilinear ﬁts. Error bars are standard error of
the means.
analysis (PCA Matlab program from Brian Moore, Uni-
versity of Michigan, Nov. 2016), which operated a singu-
lar value decomposition of the power envelope matrix and
allowed the user to specify the number of retained com-
ponents. The derived component loadings were then sub-
jected to a varimax rotation to maximize factor indepen-
dence and obtain factor loading curves. Each factor load-
ing curve represents a co-modulating region of the speech
spectrum that modulates most independently of the oth-
ers. In order to generate a “scree” plot of reducing nor-
malized Eigenvalue as a function of the number of re-
tained factors, normalized Eigenvalues were derived for
each number of retained factors, through matrix multipli-
cation of the normalized Eigenvectors and the z-scored
power-envelope correlation matrix, followed by point-by-
point division by the normalized Eigenvectors. The result-
ing scree plot represents the amount of information each
additionally retained factor adds in the explanation of the
temporal envelope modulations that carry speech informa-
tion.
3. Results
Digit-triplet and IEEE-sentence SRT outcomes are dis-
played in the upper two panels of Figure 1. In both ex-
periments, SRTs improved signiﬁcantly as the number of
channels was increased [digit triplets: F (6, 120) = 76.38,
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p < 0.0001; IEEE sentences: F (6, 120) = 58.25, p <
0.0001]. In both experiments, the improvement slowed
down markedly beyond around 7 channels. Bilinear ﬁt-
ting of SRTs on a logarithmic number-of-electrode scale
was used to establish the position of the knee point. It was
found to be at 7 channels regardless of speech material.
The bottom panel of Figure 1 shows a scree plot of reduc-
ing normalized Eigenvalue as a function of the number of
retained factors. There, bilinear ﬁtting also showed a knee
point occurring at around 7 factors.
4. Discussion
SRTs employing CI simulations with the SPIRAL vocoder
showed that, even with no simulated current spread, and
across two very diﬀerent sets of speech material, speech
intelligibility improves less steeply beyond a knee point at
around 7 channels. This was also noticeable in Grange et
al. ([3], experiment 1), where normalised, percent-correct
intelligibility of IEEE sentences was presented as a func-
tion of number of activated channels and severity of cur-
rent spread; even with no current spread simulated, intelli-
gibility plateaued. The knee points in both percent-correct
and SRT measures in the absence of current spread alerted
us to the possibility that speech statistics might fundamen-
tally limit the number of eﬀective channels for speech in-
telligibility with CIs.
The bottom panel of Figure 1 presents the FA scree
plot for speech in the absence of noise. There is a strong
similarity between the scree plot and the IEEE-sentence
SRTs trends, since both exhibit a knee point around 7 fac-
tors/activated electrodes. This similarity suggests that the
number of eﬀective (or independent) channels in speech
intelligibility with CIs is fundamentally limited by speech
statistics. As demonstrated in Grange et al., the eﬀective
number of frequency channels can be further reduced by
the spectral smearing caused by current spread. It should
be noted that comparison is made here between FA of
speech in quiet against SRTs in noise. The FA in quiet
demonstrates the distribution of information across fre-
quency in the speech, but takes no account of the robust-
ness of this information to noise contamination. A further
development of this work would therefore be to conduct
FA using speech noise mixtures at appropriate SNRs.
Figure 2 shows how the factor loadings deviate from
logarithmic spacing. The number of factors increases as
one descends the panels. For the most part, the factors are
discrete spectral bands, but the three-factor panel shows
a factor that is split into two spectral peaks. Those two
peaks become separate factors once a fourth factor is con-
sidered. A broader factor, centred on 900Hz is present in
most of the panels. From ﬁve to twelve factors, the factors
vary signiﬁcantly in their widths. In contrast, most com-
mercial CIs analyse sound through ﬁlters that are, or ap-
proximate equal widths on a log-frequency scale. All have
ﬁlters whose bandwidths increase monotonically with fre-
quency.
The fact that speech information is grouped across fre-








































































Figure 2. Outputs of the factor analysis of IEEE sentences spo-
ken by the M.I.T. talker ‘DA’: factor loading curves as a function
of frequency. From the top to the bottom panel, the number of
factors is increased to illustrate how speech information is dis-
tributed as a function of retained factors.
spaced begs the question of whether current CIs analyse
speech signals optimally. Indeed, allocation of FA-inspired
channels to an array of CI electrodes may well do a better
job at transmitting speech information.
Ming and Holt [5] explored the same possibility, but us-
ing a quite diﬀerent method. They used a computational
model of eﬃcient auditory encoding to optimize a set of
functions for the information carried by speech on the
basis of the sound waveform (i.e. not limited to speech
envelopes). They analysed speech into a set of six ker-
nel functions that, once optimized, displayed band-pass
characteristics reminiscent of a six-channel ﬁlterbank, but
with more channels concentrated at low frequencies than
in a cochleotopic map. Moreover, a vocoder based on this
new ﬁlterbank produced better speech recognition than
a cochleotopic one. Our FA-derived channels look rather
diﬀerent to those produced by Ming and Holt; the six-
factor solution shows ﬁnest resolution at mid frequencies
(Figure 2). Comparisons between the two designs, and
the logarithmic channel distribution conventionally used
in cochlear implants have yet to be made.
The information falling within these FA-inspired chan-
nels can be allocated to the electrode array in two ways.
First, information from a channel can be allocated to the
electrode whose place frequency is nearest to that of the
channel centre frequency. This would result in a spectrally
‘natural’ allocation of information. However, such an FA-
inspired strategy may be undermined by the eﬀects of cur-
rent spread; neighbouring narrow channels could excite
closely grouped electrodes, causing information in these
channels to be blended once again by current spread. A
second strategy, that counters current spread, could use ac-
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tivated electrodes that are spaced out as much as possible
along the cochlea, producing a warped frequency map de-
signed to spatially separate the independent modulators.
This strategy involves signiﬁcant spectral warping, that
may render the sound less natural, and consequently re-
quire more listener adaptation.
The spectrally warped FA-inspired strategy would ad-
dress current spread optimally by minimising interaction
between channels. From an informational point of view,
such a strategy should improve intelligibility by provid-
ing more information to a CI patient’s brain, and this im-
provement should manifest itself as steeper improvement
in intelligibility with increasing numbers of channels than
seen with logarithmic spacing. The trade-oﬀ between the
number of channels used and counteracting the eﬀect of
current spread will still be present, however, and may lead
to a number of channels for which speech intelligibility
reaches a maximum. Speech FA strongly suggests that that
optimum number will be lower than the 12-22 electrodes
commercial CIs currently employ. The evaluation of FA-
inspired strategies such as those proposed above will be
the object of a follow-up study.
An important caveat is that the FA output is illustrated
here for a speciﬁc voice and hence, ﬁlters inspired by such
FA are optimized for that voice. The robustness of a sin-
gle FA-inspired strategy can be assessed by the analysis
of the eﬀect diﬀerent voices have on channel boundaries.
One approach could be to establish the eﬀect of changes
in fundamental frequency and vocal tract length. Speaking
style (e.g., ordinary vs. clear speech, emotional vs. neutral,
varying rate of speech) and material type (e.g. connected
discourse vs. short utterances) may also impact channel
boundaries. The preliminary analysis of 6 diﬀerent voices
(three male and three female) uttering the IEEE sentences
showed that for 6 to 12 channels, channel boundaries typ-
ically varied by less than ±20% in frequency terms. It is
unclear at this point whether this variability may be too
great for a single mapping to work for diﬀerent voices.
Previous eﬀorts made to reduce the eﬀect of current
spread, at source (e.g. Srinivasan et al [6]) or by deactiva-
tion of the least eﬀective channels (Noble et al. [7]) have
yielded very modest improvements. FA-inspired strategies
provide a new handle to mitigate current spread, which
merits careful investigation.
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